Analysis of the dispersion compensation of acousto-optic deflectors used for multiphoton imaging

Shaoqun Zeng*  
Huazhong University of Science and Technology  
Key Laboratory of Biomedical Photonics  
Ministry of Education  
Wuhan National Laboratory for Optoelectronics  
Wuhan 430074 China  
and  
Yale University  
Department of Neurobiology  
New Haven, Connecticut 06511

Xiaohua Ly*  
Kun, Bi  
Cheng, Zhan and  
Derong, Li  
Huazhong University of Science and Technology  
Key Laboratory of Biomedical Photonics  
Ministry of Education  
Wuhan National Laboratory for Optoelectronics  
Wuhan 430074 China

Wei R. Chen  
Wenhui Xiong  
Yale University  
Department of Neurobiology  
New Haven, Connecticut 06511

Steven L. Jacques  
Oregon Health & Science University  
OGI School of Science and Engineering  
Beaverton, Oregon 97006

Qingming Luo  
Huazhong University of Science and Technology  
Key Laboratory of Biomedical Photonics  
Ministry of Education  
Wuhan National Laboratory for Optoelectronics  
Wuhan 430074 China

1 Introduction

In the past 10 yr, multiphoton microscopy has helped to improve basic understanding about how brain cells work \textit{in vivo}, covering both neuronal structure and function. However, recording fast activation and information transmission in neuronal networks requires the use of two-photon microscopy to provide a better SNR and a faster imaging rate. These improvements are constrained mainly by the mechanical scanner commonly used in multiphoton microscopy. Actually, the acousto-optic deflector (AOD) is highly preferred for laser scanning microscopy because of its fast scanning ability, high stability, precision, and repeatability as it does not involve mechanical movement. Moreover, two-dimensional (2-D) AOD scanning also enables random access to each pixel in the image field. Random scanning regions of interest can devote dwell time to pixels of interest and omit unnecessary pixels, so that the SNR can be improved and the frame capture rate increased. However, the dispersive nature of acousto-optic interaction and AOD materials causes both spatial and temporal dispersion of the ultrashort pulse laser radiation, which results in pulse broadening and beam distortion, and ruins the SNR and image resolution. This effect has severely limited the application of 2-D AOD in multiphoton imaging microscopy.

Abstract. The acousto-optic deflector (AOD) is highly preferred in laser scanning microscopy for its fast scanning ability and random-addressing capability. However, its application in two-photon microscopy is frustrated by the dispersion of the AOD, which results in beam distortion and pulse lengthening. We report the analysis of simultaneous compensation for the angular dispersion and temporal dispersion of the AOD by merely introducing a single dispersive element such as a prism or a grating. Besides serving as a scanner, the AOD is also a part of the compressor pair by integrating the dispersive nature of the AO interaction. This compensation principle is effective for both one-dimensional (1-D) AOD and two-dimensional (2-D) AOD scanning. Switching from a 1-D to a 2-D system requires proper optical alignment with the compensation element, but does not involve any new components. Analytical expressions are given to illustrate the working principle and to help with understanding the design of the system. Fluorescence images of beads and cells are shown to demonstrate the performance of two-photon microscopy when applying this compensated 2-D AOD as scanner. © 2007 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.2714061]

Keywords: multiphoton microscopy; scanning microscopy; femtosecond laser application; acousto-optic deflector; dispersion compensation.

Paper 06073R received Mar. 22, 2006; revised manuscript received Nov. 17, 2006; accepted for publication Dec. 8, 2006; published online Mar. 9, 2007.

*These authors contributed equally to this paper.

Address all correspondence to Shaoqun Zeng, Huazhong University of Science and Technology, National Laboratory for Optoelectronics, Wuhan 430074, China; Tel: 0086-27-87792033; Fax: 0086-27-87792034; E-mail: sqzeng@mail.hust.edu.cn
Efforts have been undertaken to compensate for dispersion and apply the AOD as a scanner in two-photon microscopy. By compensating for spatial dispersion and temporal dispersion separately with classic compensation schemes, Lechleiter et al. and Roorda et al. both applied 1-D AOD scanning to video-rate multiphoton microscopy. Iyer et al. reported that with these classic pulse compressors and spatial dispersion compensation schemes the compensation system is quite complicated and is inefficient for 2-D AOD scanning. They recently proposed a noncompensating method using a laser with a longer pulse width and narrow spectral bandwidth to mitigate the dispersion problem to some extent. This strategy decreases the peak power in individual laser pulses, and in turn reduces the SNR and spatial resolution. Actually, all these compensation methods have attempted to address spatial dispersion and temporal dispersion by using separate mechanisms and schemes. However, the spatial dispersion and temporal dispersion of the grating are interconnected, and thus the two kinds of dispersion of the AOD might be compensated for by one mechanism simultaneously. This would make the compensation scheme compact and more efficient. We previously reported on an experimental study of such a system, which used one single prism to compensate for both the spatial dispersion and the temporal dispersion of two orthogonal AODs simultaneously. This paper extends this compensation prism to a general dispersive element, and gives a full account of the principle investigation, as well as experimental results with fluorescence imaging of biological samples. Specifically, the analytical expression is derived to describe the underlying mechanism of the simultaneous compensation and to help with the system design. As this is a basic technique for steering the femtosecond-pulse laser beam, it could be applied not only to two-photon microscopic imaging, but also to other fields such as second-harmonics imaging and micromachining, where fast steering of femtosecond-pulse laser radiation without dispersion is desired.

2 Principles and Methods

2.1 Spatial and Temporal Dispersion

As shown in Fig. 1(a), an active AOD works like a grating in which the deflection angle is wavelength dependent, given by

$$\theta = \frac{\lambda f}{V},$$

where \(\lambda\) is wavelength of light in the vacuum, \(f\) is the active frequency of the acoustic wave launched in the AOD crystal, and \(V\) is the speed the acoustic wave travels in the crystal. As the ultrashort pulse laser radiation is nonmonochromatic, when deflected by an AOD, the output beam will be divergent as different spectra components exit at different deflection angles. As a result, the spectra components are spread along the direction in which the acoustic wave propagates, and form an elliptical spot. This effect is known as spatial dispersion.

$$\sigma_x = \frac{d\theta}{d\lambda} = \frac{f}{V}. \quad (2)$$

Figure 1(b) shows a cartoon image of the spot shape changing due to spatial dispersion. The original round spot changes into an ellipse along the \(Y\) axis after passing the \(Y\) deflector, and twists an angle \(\varphi\) [see the left inset in Fig. 1(b)] in relation to the \(X\) axis after passing the second deflector (X deflector); \(\varphi = \arctan(f_x/f_y)\). Thus, the integrated spatial dispersion for a 2-D AOD is the vector combination of the spatial dispersion of the two axes. Its orientation angle \(\varphi\) is determined by the ratio of the active frequency of the two AODs. Figure 1(c) shows the scan pattern in part of the field of view (FOV). The orientation angle of each spot varies slightly across the FOV due to the different \(X/Y\) frequency ratios of different positions.

Besides experiencing spatial dispersion, the ultrashort pulse laser radiation also experiences temporal dispersion, as different spectra components travel at different speeds in the acousto-optic crystal. The pulse broadening effect is shown in Fig. 1(b).

2.2 Basic Principle of Simultaneous Compensation for Spatial and Temporal Dispersion

Examining the principle of the classic pulse compressor reveals the insight into the compensation principles proposed in this paper. The classic pulse compressor usually uses two dispersive devices to form a pair configuration. The first dispersive device introduces angular dispersion, and a second dispersive device collimates the light beam. While a light
beam with angular dispersion propagates through the two dispersive elements, different components travel different optical paths, which introduces negative group delay dispersion (GDD). As a result, this system cancels the positive GDD in the optical path and compresses the pulse width. If the second dispersive element in the pair configuration is replaced with an AOD scanner, the principle of dispersion compensation still holds, as the AOD is also a dispersive element. In this way, both the spatial and temporal dispersion of the AOD is compensated for, while the original scanning function of the AOD is not disturbed. Figure 2 shows such an optical configuration, in which the prism or the AO modulator (AOM) is combined with the AOD to form a pair configuration to compensate for the dispersion of the AOD. From the view of the AOD scanner, only one single element (the first dispersive element in the pair configuration) is introduced to compensate for the spatial and temporal dispersion of the AOD. The AOD itself is a part of the compensation unit.

In general, any dispersive element that could provide angular dispersion could be used in the configuration shown in Fig. 2 to provide compensation. As shown later, a prism or an AOM would provide more flexibility in practical experiments. Here, an analytical expression for the prism and AOD is given to show the detailed compensation principle and the corresponding design rule. As 1-D analysis is more convenient to show the concept, the following derivation is first given for a 1-D AOD, and is then extended to a 2-D AOD. Based on these derivations, we discuss the features of each compensation configuration.

2.3 Compensation with Prism

2.3.1 Spatial dispersion compensation

Figure 3 shows the proposed compensation scheme with an isosceles-triangle prism, in which the angle transformation is labeled in the left insert. As shown in Fig. 3(b), a nonmonochromatic laser beam is incident at the prism at angle \( \theta_m \) and exits the prism at angle \( \beta \), although different spectral components exit the prism at different angles due to material dispersion \( dn/d\lambda \). The angle transformation relation involved is given as

\[
\sin \theta_m = n \sin \theta_1, \quad \sin \beta = n \sin \theta_2, \quad \theta_1 + \theta_2 = \alpha, \quad \theta_2 = \theta_3, \quad \theta_3 = \theta_4,
\]

where \( \alpha \) is the apex angle, and \( n \) is the refractive index of the prism. Deriving Eqs. (3) to (5) with respect to \( n \), and substituting Eqs. (3) and (5) into Eq. (4) we find

\[
\frac{d\beta}{dn} = \frac{n \sin \alpha}{1 - n^2 \sin^2 \alpha - \sin^2 \theta_m \cos 2\alpha + \sin 2\alpha \sin \theta_m (n^2 - \sin \theta_m)^{1/2} (n^2 - \sin^2 \theta_m)^{1/2}}.
\]

The spatial dispersion constant is given by the angular dispersion

\[
\sigma_p = \frac{d\beta}{d\lambda} = \frac{d\beta}{dn} \frac{dn}{d\lambda},
\]

where \( d\beta/dn \) is given in Eq. (6). Thus, from Eqs. (6) and (7), we see that the spatial dispersion constant \( \sigma_p \) of the prism is dependent on the angle of incidence \( \theta_m \), and the prism properties are material refractive index \( n \), dispersion characteristics of the prism material \( dn/d\lambda \), and apex angle \( \alpha \).

The spatial dispersion constant as a function of angle of incidence is shown in Fig. 4 using an SF10 prism as an example. The material for SF10 prism is soft flint glass. The apex angle (45 deg, 60 deg, 65 deg) is labeled as the param-

Fig. 3 (a) Optical path of the prism-AOD configuration and (b) the angle transformation relation of the prism.
eter, and the wavelength is around 800 nm. It is shown that the dispersion constant increases inversely with the angle of incidence, and the critical point is different for different apex angles. Adjusting the angle of incidence of the prism would change the spatial dispersion constant. This actually provides flexibility in choosing prism to compensate for the spatial dispersion of a given AOD. It may be possible to select a moderate commercial prism and tune its angle of incidence to provide the required amount of angular dispersion compensation. The arrow in Fig. 3 shows the prism (SF10 prism; apex angle; 60 deg) with angle of incidence 47.1 deg, providing an angular dispersion constant of 0.012 deg/nm, which is ideal to compensate the integrated spatial dispersion of a 2-D AOD.

In Fig. 4, curves with apex angles 45 and 65 deg give a rough measure of how large the spatial dispersion constant is for other potential prism candidates.

2.3.2 Temporal dispersion compensation

The temporal dispersion constant of the configuration shown in Fig. 3(a) can be derived by calculating the optical path difference between different spectra components. With similar treatment as in Ref. 16, the temporal dispersion constant can be written as

$$\frac{\Delta \tau}{\Delta \lambda} = -\frac{\lambda L}{c} \frac{d\beta}{dn} \frac{dn}{d\lambda} V,$$  \hspace{1cm} (8)

where $L$ is the distance between the prism and the AOD, and $d\beta/dn$ is as expressed in Eq. (6). Thus, the temporal dispersion constant of this configuration is dependent on $\theta_{in}$, the prism properties ($\alpha, n, dn/d\lambda$), and the AOD property ($f, V$), and is proportional to $L$. The temporal dispersion constant per unit length for the prism-AOD configuration is shown as a function of the angle of incidence in Fig. 5, also with the apex angle as the parameter. Similar to the spatial dispersion constant, the temporal dispersion constant also increases inversely with the angle of incidence. The dashed line in Fig. 5 shows that in the case of spatial dispersion with a 2-D AOD (SF10 prism; apex angle, 60 deg; angle of incidence, 47.1 deg), the temporal dispersion constant of the prism is 86.7 fs/nm m.

The corresponding GDD is given as

$$GDD = \left( -\frac{\lambda^2}{2\pi c} \right) \frac{\Delta \tau}{\Delta \lambda}.$$  \hspace{1cm} (9)

The material dispersion $dn/d\lambda$ is negative for most of the prism material (such as glass and TeO2 crystal) in the spectral range from visible to near IR. Therefore, the GDD provided by this configuration is negative, and can compensate for the positive GDD introduced by the material dispersion of AOD crystal and other optical elements in the system, such as the objective. Figure 6 shows the GDD of this configuration as a function of the distance $L$, under these conditions: SF10 prism; apex angle, 60 deg; and angle of incidence, 47.1 deg. The GDD of a single AOD produced by the material dispersion is around 7000 fs$^2$. The star labeled in Fig. 6 shows that a distance of 35.5 cm is required to compensate for the GDD of a 2-D AOD.

These analytical expressions thoroughly explain the underlying mechanism of simultaneous compensation for the spatial and temporal dispersion of the AOD.

2.4 Compensation with AOM

When using the AOM as the dispersive element for compensation (see Fig. 2), the analytical expression is more straightforward, particularly when these two devices use the same material. As the AOM and AOD share the same angular dis-
persion expression, reversing the AOM with the acoustic wave traveling in a direction opposite to that of the AOD would provide the required spatial dispersion compensation. The temporal dispersion constant of the AOM-AOD configuration is given as

$$\frac{\Delta \tau}{\Delta \lambda} = \frac{\lambda L f_{AOM}}{c} \frac{V}{V_z},$$

where $f_{AOM}$ is the active frequency of the AOM.

Similar to the case of a prism-AOD configuration [see Eq. (8)], the temporal dispersion constant is also proportional to $L$. According to Eqs. (9) and (10), this configuration also provides negative GDD, which can also be tuned by adjusting $L$.

### 2.5 Switch from 1-D Compensation to 2-D Compensation

Switching from one AOD to two orthogonal AODs, the simultaneous compensation principle still holds, except moderate alignments are necessary. The differences of the 2-D AOD case over the 1-D AOD case are that the direction of the spatial dispersion of 2-D AOD is rotated 45 deg with regards to the 1-D AOD, and the amount of dispersion to be compensated for is larger. To balance these changes, rotation of the compensation elements is required to adjust the orientation of the spatial dispersion accordingly, and then to decrease the angle of incidence at the prism (see Fig. 4) or increase the active frequency of the AOM [see Eq. (2)] to provide larger amounts of spatial dispersion compensation. After these alignments, the distance between the dispersive elements and the AOD was increased to negative GDD [see Eqs. (8) to (10)] and reached optimized temporal dispersion compensation for 2-D AOD.

### 3 Experimental Results and Discussion

#### 3.1 Two-Photon Imaging with 2-D AOD Compensated with a Prism

The first trial of this principle is implemented by using a prism (SF10 prism; apex angle, 60 deg) as the compensation element. Preliminary results showed that with an angle of incidence of 47.1 deg and $L$=35.0 cm, the beam spot and pulse width exiting the 2-D AOD were recovered. To further confirm the compensation results, 170-nm-diam microsphere fluorescence beads (P7220, Molecular Probes) and fluorescent epithelium cells were imaged with a custom-built two-photon microscope employing the compensated 2-D AOD as the 2-D scanner, as shown in Fig. 7.

Figure 7(a) is the image of the 170-nm beads. The corresponding spatial resolution is 0.305 $\mu$m. Figure 7(b) is the fluorescence image of an epithelial cell, where a filament as small as 300 nm can be clearly resolved.

### 3.2 Two-Photon Imaging with 2-D AOD Compensated with an AOM

In our experiments, a TeO$_2$ AOM similar to the AOD is applied in the AOM-AOD configuration, to compensate for the dispersion. A femtosecond-pulse laser radiation source (Model: Maitai BB, Spectra Physics) delivers laser pulses with pulse width of 120 fs, as measured with an autocorrela-

---

**Fig. 7** Fluorescence images obtained with a two-photon microscope with the prism as the compensation element of (a) 170-nm beads and (b) an epithelial cell.

**Fig. 8** Schematic diagram of a custom-built two-photon microscope with an AOM-compensated 2-D AOD as the beam scanner. DM: dichroic mirror; PMT: photomultiplier tube; L1: lens 1; L2: lens 2; M: mirror.
results show the overall performance of using this compensated 2-D AOD in two-photon microscopic imaging.

4 Discussion

In this paper, a single dispersive element was proposed to compensate for the spatial and temporal dispersion produced during AOD scanning ultra-short-pulse laser radiation. The mechanism was then revealed with analytical expression and verified with experiments.

Multiphoton microscopic imaging with an AOD scanning femtosecond-pulse laser radiation is important to biological studies. In efforts to address the dispersion of AOD-based multiphoton microscopy, a prism is widely applied to perform spatial dispersion compensation. Similarly, in an effort to steer ultra-short-pulse laser radiation for laser micromachining, an AOM is proposed to serve the same function. The prism or AOM were not considered to compensate for the temporal dispersion. A separate and independent system was applied to provide temporal compensation.

Contrary to the previously reported strategy of separate compensation of the spatial and temporal dispersion in AOD-based multiphoton microscopy, this paper proposed the new strategy of simultaneous compensation by integrating the dispersive nature of the AO interaction. It then proposed a scheme to implement this strategy by introduction only one single dispersive element. The whole system is compact and with higher efficiency for the sake of simple optics configuration. This strategy and its implementation are particularly useful for 2-D AOD scanning multiphoton microscopy, as switching from 1-D AOD scanning to 2-D AOD scanning requires only proper alignments rather than additional optics. In addition, increasing the amount of temporal dispersion compensation is realized equally by adjusting the angle of incidence or active frequency rather than merely increasing the separation between the compensation element and the AOD. This feature, in turn, simplifies the optical configuration for 2-D AOD scanning. As a result, two-photon microscopic imaging using 2-D AOD with high efficiency was realized.

The concept of simultaneous compensation was demonstrated with both the prism and the AOM compensation schemes. Compensation with another dispersive element grating (not the AO type) is also possible, but is less flexible as the angular dispersion constant set by the grating period is fixed. For prism and AOM compensation schemes, from the fluorescence images presented here, obtained with the two-photon microscopes, no significant differences were observed. Actually each scheme has its own features. The configuration with the AOM is more convenient for optical alignment, and alignment error can be balanced by electrically adjusting the active frequency of the compensation AOM. On the other hand, the material-dispersion-induced GDD of the AOM configuration is about 50% higher than that of the prism case, as the number of the highly dispersive AO crystals in the optics path increases. This requires longer separation L, which is constrained by the optical window size of the AOD. Another issue involved in the prism configuration is the transmission rate. Tuning the angle of incidence at the prism to adjust angular dispersion and temporal dispersion would sometimes change the transmission rate of the prism due to the Fresnel losses. This should be considered when the laser radiation power is precious. One possible solution is to use a specially designed prism for a given 2-D AOD rather than off-the-shelf prisms. According to Eqs. (6) and (7), by selecting a higher dispersion material and designing the apex angle, it is possible to obtain angular dispersion compensation with incidence at the Brewster angle, and ensure maximum transmission. Another benefit for higher material dispersion dn/dx in the prism scheme is that the system would be more compact. According to Eqs. (8) and (9), the negative GDD provided is proportional to the product of the distance L and material dispersion dn/dx; a larger dndx results in a smaller L. A TeO2 prism has larger material dispersion than the SF10 prism, and the compensation scheme with a TeO2 prism will be smaller in size.

One more concern in our experiments is the polarization optimization in the 2-D AOD scanning. Actually, this is dependent on the AOD working mode. As the AOD crystal used here is TeO2, the AOD operates in the slow-shear mode under the abnormal Bragg condition. This kind of AOD operates on a signal polarization, and rotates the polarization of the exit beam 90° from the input polarization. Therefore, an HWP is inserted right after the compensation element to adjust the polarization and match that of the first AOD (see Fig. 8). The laser polarization exiting the first AOD inherently matches that of the second AOD. Other kinds of AODs not working in this mode do not require this HWP to optimize the polarization.

One limitation remains for this concept of compensation: the residual dispersion. As the dispersion of the active AOD is frequency dependent, it varies across the FOV. In this method, the angular dispersion compensation provided is constant. Therefore, the temporal and spatial dispersion are exactly compensated only in the point of the FOV (the center in our experiments), the residual temporal and spatial dispersions in the other pixels of the FOV were improved about 80% relative to the uncompensated 2-D AOD. A problem would arise when the technique is applied to immunohistochemical analysis of the detailed fine structure of biological samples. While for functional studies, where the relative change in signal intensity due to stimulation is of higher concern, this would not be a problem. A more flexible method to provide real-time compensation to each pixel of the FOV is under investigation.

5 Conclusion

We proposed and demonstrated that a single dispersion element such as a prism or an AOM can simultaneously compen-
sate both the temporal and spatial dispersion induced by a 2-D AOD, and thus validates its application as a 2-D scanner for femtosecond-pulse laser radiation in multiphoton microscopy. Such a compact scheme will also have great potential in other fields where 2-D AODs are used to steer femtosecond-pulse laser radiation free of dispersion.

Acknowledgments

The authors would like to express special thanks to L. Wang and L. Fu for helpful discussions. The work was supported by National Science Foundation of China (NSFC) Grants 30370463, 60278017, 30328014, the 973 Program: 2004CB520804, and National Institutes of Health (NIH) Grant 5R01DC003918 to W.R.C.

References